<table>
<thead>
<tr>
<th></th>
<th>Reader A</th>
<th>Reader B</th>
<th>Reader C</th>
<th>Reader D</th>
<th>Mean</th>
</tr>
</thead>
<tbody>
<tr>
<td>Series A</td>
<td>0.998</td>
<td>0.957</td>
<td>0.988</td>
<td>0.967</td>
<td>0.978</td>
</tr>
<tr>
<td>Series B</td>
<td>0.985</td>
<td>0.965</td>
<td>0.990</td>
<td>0.977</td>
<td>0.979</td>
</tr>
<tr>
<td>Series C</td>
<td>0.994</td>
<td>0.943</td>
<td>0.988</td>
<td>0.961</td>
<td>0.972</td>
</tr>
<tr>
<td>Series D</td>
<td>0.990</td>
<td>0.933</td>
<td>0.985</td>
<td>0.946</td>
<td>0.963</td>
</tr>
</tbody>
</table>

Series A = standard-dose CT with FBP reconstruction, Series B = low-dose CT with FBP reconstruction, Series C = low-dose CT with ASIR reconstruction, Series D = low dose CT with MBIR reconstruction. ASIR = adaptive statistical iterative reconstruction, AUC = area under the curve, FBP = filtered back projection, MBIR = model-based iterative reconstruction.