INTRODUCTION

Diabetes mellitus (DM) is a metabolic disease that is caused by defects in insulin secretion or peripheral resistance of the tissues to insulin. A chronic hyperglycemic state damages the organs, including the vessels, eyes, kidneys, nerves, and heart, and can ultimately cause complex organ failure [1]. The prevalence of DM is rapidly increasing, and the World Health Organization estimated that 330 million people would be diagnosed with diabetes by 2025 [2].

Hemoglobin A1c (HbA1c) is the most reliable indicator of long-term glycemic conditions and reflects the average blood glucose level in the past 2-3 months. The level of HbA1c is considered to decide on the best treatment for DM and to monitor and prevent diabetes-related complications [3]. An HbA1c level of $\geq 6.5\%$ (48 mmol/mol) has recently been recommended by the as a diagnostic criterion for diabetes [4]. In addition, the Diabetes Control and Complications Trial (DCCT) established a standard value based on the National Glycohemoglobin Standardization Program.
(NGSP), which specifies a value of 6.5% as positive diagnosis of DM, while values ranging from 5.7-6.4% are considered as high risk for diabetes. HbA1c measurement via point-of-care testing (POCT) can shorten the report time without pre-treatment of the sample, such as transportation to a central laboratory and centrifugation after collection. POCT typically requires minimal personnel training and can be easily performed by doctors as well as nurses [5, 6]. Based on the prompt return of the results, POCT is very convenient for patients, as it enables immediate treatment planning without additional clinic visits.

The LABGEO PT10 analyzer (Samsung Electronics, Suwon, Korea) is a POCT device used for clinical chemistry test items with good reported analytical performance [7]. LABGEO PT10 Hemoglobin A1c cartridges (Samsung Electronics) have recently been developed and can be used in diabetic care. In this study, we evaluated the difference in LABGEO PT10 HbA1c values in capillary blood, EDTA whole blood, and lithium (Li)-heparin whole blood. The HbA1c reference values were determined using a DCCT aligned cationic exchange high performance liquid chromatography (HPLC) analyzer.

MATERIALS AND METHODS

Study Design

This study was approved by the institutional review board of Samsung Medical Center. HbA1c values were measured in 76 individuals aged 23-82 yr (median 58 yr). Of the 76 participants, 41 (54%) were male and 35 (46%) were female. Several blood samples were collected from the volunteers simultaneously and were used for HbA1c testing. Capillary blood was collected in heparinized capillary tubes (Kimble Chase Life Science, Rockwood, TN, USA) from a finger prick and was tested using the LABGEO PT10. Venous blood was collected in a BD Vacutainer® K2 EDTA tube (BD Biosciences, Franklin Lakes, NJ, USA) and a BD Vacutainer® PST™ Gel and Lithium heparin® tube (BD Biosciences) and was analyzed using the LABGEO PT10 and Variant II Turbo HbA1c Analyzer (Bio-Rad Laboratories, Hercules, CA, USA). A duplicate measurement for HbA1c was performed for all specimens and instruments.

HbA1c values were compared according to the sample type and by following Clinical and Laboratory Standards Institute Guidelines for EP9-A3 [8] and EP14-A2 [9]. Values were compared using Passing-Bablok regression and Bland-Altman plots. Cohen’s kappa (κ) values were used to estimate concordance between the assays, with values >0.81 considered excellent concordance, 0.80-0.61 considered good concordance, and 0.60-0.41 considered moderate concordance [10].

LABGEO PT10 Analyzer

The LABGEO PT10 analyzer was used in conjunction with the HbA1c cartridges. We used the same lot of cartridges and equipment throughout the evaluation period. The LABGEO PT10 weighs 2 kg and has dimensions of 140 mm (width) × 206 mm (depth) × 205 mm (height). The analyzer features a graphic color liquid crystal display module with a touch-screen and built-in thermal printer module. The analyzer operation requires minimal training of laboratory personnel. LABGEO PT10 HbA1c was measured using the latex bead agglutination method and the estimated average glucose value was calculated. The latex bead agglutination method for HbA1c is based on the interactions between antigen molecules (HbA1c) and HbA1c-specific antibodies coated on the latex beads. This cross-linking reaction alters the solution turbidity to an extent proportional to the amount of antigen in the samples.

The LABGEO PT10 was designed to function with ready-to-use cartridges, while a 7-minute analysis time is required to complete one test. The LABGEO PT10 can analyze HbA1c after loading the cartridge containing 1-µL whole blood and capillary blood samples. Test results were certified by the NGSP and were adjusted according to the DCCT guidelines.

Comparative Central Laboratory Method

The Variant II Turbo utilizes the boronate affinity HPLC method, which separates glycated hemoglobin from the non-glycated fraction. The standardized HbA1c value was calculated from the glycated hemoglobin result using an algorithm. Variant II Turbo is standardized to the International Federation of Clinical Chemistry and Laboratory Medicine (IFCC) reference method and is traceable to DCCT and NGSP.

Statistical Analysis

For sample comparisons, Passing-Bablok regression and Bland-Altman plots were prepared and Cohen’s kappa (κ) value was determined using MedCalc ver. 14.10.2 (MedCalc Software, Mar-
RESULTS

The central laboratory method results for the EDTA whole blood samples indicated that the range for the Variant II Turbo was 4.8-10.2% (median 6.3%) and the Li-heparin whole blood sample range for the Variant II Turbo was 4.8-9.9% (median 6.1%). All samples, including capillary blood, were appropriately distributed. The correlation coefficient (r) for capillary blood using the LABGEO PT10 vs. EDTA whole blood analysis using the Variant II Turbo was $r=0.9619$, and that of capillary blood using the LABGEO PT10 vs. Li-heparin whole blood analysis using the Variant II Turbo was $r=0.9619$ (Fig. 1).

Using the LABGEO PT10, the correlation coefficient was $r=0.9697$ for capillary blood vs. EDTA whole blood, $r=0.9724$ for capillary blood vs. Li-heparin whole blood, and $r=0.9730$ for EDTA whole blood vs. Li-heparin whole blood (Fig. 2).

The average HbA1c bias for each type of sample that was compared (with 95% confidence intervals in parentheses) as observed

![Comparison of HbA1c levels for capillary blood by LABGEO PT10 vs. EDTA whole blood and Li-heparin whole blood by Variant II Turbo. Comparisons were made using Passing–Bablok regression plots and Bland–Altman plots. (A) Capillary blood by LABGEO PT10 vs. EDTA whole blood by Variant II Turbo. (B) Capillary blood by LABGEO PT10 vs. Li-heparin whole blood by Variant II Turbo. In the Passing–Bablok regression plots: thick solid line, linear regression; dashed lines, 95% confidence interval for the regression line; thin dotted line, theoretical line with a slope of 1.0 and a Y intercept of 0. In the Bland–Altman plots: solid line, mean of concentration differences; dashed lines, limits of agreement (means of concentration differences between two assays ± 1.96 SD). Abbreviations: PT10, Samsung LABGEO PT10; Variant II, Bio-Rad Variant II Turbo; WB, whole blood; LH, Li-heparin.](image-url)
Fig. 2. Sample-type comparison of HbA1c levels by LABGEO PT10. Comparisons using Passing-Bablok regression plots and Bland-Altman plots (A) Capillary blood vs. EDTA whole blood, (B) Capillary blood vs. Li-heparin whole blood, and (C) EDTA whole blood vs. Li-heparin whole blood. In Passing-Bablok regression plots: thick solid line, linear regression; dashed lines, 95% confidence interval for the regression line; thin dotted line, theoretical line with a slope of 1.0 and a Y intercept of 0. In Bland-Altman plots: solid line, mean of concentration differences; dashed lines, limits of agreement (means of concentration differences between two assays±1.96 SD).

Abbreviations: PT10, Samsung LABGEO PT10; Variant II, Bio-Rad Variant II Turbo; WB, whole blood; LH, Li-heparin.
Table 1. Bio-Rad Variant II Turbo and LABGEO PT10 sample types according to the cutoff for each assay.

<table>
<thead>
<tr>
<th>Test sample type</th>
<th>Reference sample type</th>
<th>Kappa value</th>
<th>99% confidence interval</th>
</tr>
</thead>
<tbody>
<tr>
<td>Capillary by PT10</td>
<td>EDTA WB by Variant II</td>
<td>0.773</td>
<td>0.688-0.859</td>
</tr>
<tr>
<td>Capillary by PT10</td>
<td>LH WB by Variant II</td>
<td>0.842</td>
<td>0.772-0.911</td>
</tr>
<tr>
<td>Capillary by PT10</td>
<td>EDTA WB by PT10</td>
<td>0.816</td>
<td>0.739-0.894</td>
</tr>
<tr>
<td>Capillary by PT10</td>
<td>LH WB by PT10</td>
<td>0.831</td>
<td>0.755-0.908</td>
</tr>
<tr>
<td>LH WB by PT10</td>
<td>EDTA WB by PT10</td>
<td>0.675</td>
<td>0.516-0.833</td>
</tr>
</tbody>
</table>

Abbreviations: PT10, LABGEO PT10; Variant II, Bio-Rad Variant II Turbo; WB, whole blood; LH, Li-heparin.

from the Bland-Altman plots was as follows: capillary blood by LABGEO PT10 vs. EDTA whole blood using the Variant II Turbo, -0.25% (-0.33—-0.17%); capillary blood by LABGEO PT10 vs. Li-heparin whole blood using the Variant II Turbo, -0.12% (-0.19—-0.04%); capillary blood using the LABGEO PT10 vs. EDTA whole blood using the LABGEO PT10, -0.14% (-0.20—-0.07%); capillary blood using the LABGEO PT10 vs. Li-heparin whole blood using the LABGEO PT10, -0.08% (-0.14—-0.01%); EDTA whole blood using the LABGEO PT10 vs. Li-heparin whole blood using the LABGEO PT10, -0.07% (-0.13—-0.002%).

Cohen’s kappa coefficient was calculated to assess the concordance between each instrument and between each sample type. Cohen’s kappa (κ) values showed excellent concordance between capillary blood and EDTA whole blood (κ = 0.816), capillary blood and Li-heparin whole blood (κ = 0.831), and between EDTA whole blood and Li-heparin whole blood (κ = 0.875) when HbA1c was determined based on the LABGEO PT10. The kappa (κ) values showed good agreement between the level of HbA1c in capillary blood based on the LABGEO PT10 and Li-heparin whole blood based on the Variant II Turbo (κ = 0.842), and between capillary blood based on the LABGEO PT10 and EDTA whole blood based on the Variant II Turbo (κ = 0.773) (Table 1).

DISCUSSION

Glycated hemoglobin measurement was introduced in clinical laboratories in approximately 1977, and numerous methods have been developed to measure glycated hemoglobin since this concept was introduced. Nearly all current methods evaluate the differences in charge (HPLC method) or structure (affinity chromatography or immunoassay) of glycated hemoglobin to measure HbA1C. Additionally, many HbA1C point-of-care instruments are used in diabetic care centers, including the DCA Vantage (Siemens Medical Solutions Diagnostics, Tarrytown, NY, USA), In2it (Bio-Rad, Hercules, CA, USA), and AICNow (Bayer HealthCare, Sunnyvale, CA, USA). HbA1C is an important indicator for treating diabetes, and has recently been included in the standard of diagnosis for diabetes and for high-risk criteria [4]. The DCCT found that a 1% reduction in HbA1C levels resulted in a 43-45% reduced risk of diabetic retinopathy [1].

HbA1C laboratory measurement should be certified by the NGSP and measured using the DCCT reference method [4]. To obtain NGSP certification, laboratory methods should meet the NGSP criteria, in which at least 37 of 40 individual results are within 6% of an NGSP network laboratory for a method [11]. Additional representative reference methods for HbA1C include NGSP and IFCC. The NGSP method presents the result as a percentage, while the IFCC reference method is presented in mmol/mol. HbA1C values obtained using the IFCC method are 1.5-2% lower than the NGSP results. When the IFCC unit is reported, an equation can be used to convert the value to a relative NGSP value: NGSP % = [0.09148 × IFCC mmol/mol] + 2.152. In addition, a recent consensus recommends that the results be reported in both units [12].

In this study, we determined the HbA1C levels in three sample types and using two instruments. The results indicated that the correlation between LABGEO PT10 among capillary blood, EDTA whole blood, and Li-heparin whole blood was good (capillary blood vs. EDTA whole blood, r = 0.9697; capillary blood vs. Li-heparin whole blood, r = 0.9724; EDTA whole blood vs. Li-heparin whole blood, r = 0.9730). Excellent concordance was observed between capillary blood and EDTA (κ = 0.816), capillary blood and Li-heparin (κ = 0.831), and EDTA blood and Li-heparin blood (κ = 0.875). These findings suggest that the LABGEO PT10 can be used in various clinical environments to accurately determine the HbA1c levels.

Although good correlation was observed in the LABGEO PT10 testing of capillary blood, EDTA whole blood, and Li-heparin whole blood, there were some limitations to our study. In this study, the interference from hemoglobin variants was not evaluated. The difference in HbA1C values from the variant hemoglobin is an important parameter for measuring HbA1C. The methods available for measuring HbA1C are diverse, and hemoglobin variants showing interference differ according to the type of measure-
blood showed results that were comparable to results from WB based on these results, the measurement of HbA1c in capillary mediate results, which is very convenient for patients. Finally, clinics.

The LABGEO PT10 is a small and lightweight device that can be used directly onsite. It can be used to analyze HbA1c using whole blood or capillary samples. This equipment can be managed easily, and a quality control mode or self-diagnostic mode is included. A previous study reported a strong correlation between the LABGEO PT10 and Integra 800 immunoassay (correlation coefficient \( r = 0.9843 \), slope of 1.054, and Y intercept of -0.468). The LABGEO PT10 showed a linear association in the clinically important application range of 3.95-12.36% (\( R^2 = 0.9968 \), slope of 1.001, and Y intercept of -0.198) and total coefficients of variation were between 3.8% and 4.2% [7]. In HbA1c measurement, it is recommended that intralaboratory coefficient of variation <2% and an interlaboratory coefficient of variation <3.5% [15]. However, meeting this stringent criterion is very difficult, and it seems inappropriate to impose this goal on POCT devices [16].

However, previous studies did not compare sample types such as EDTA whole blood and capillary blood. In this study, we evaluated HbA1c values in three types of samples (capillary blood, EDTA whole blood, and lithium-heparin whole blood). Various HbA1c levels were included in the comparison analysis and good correlation and concordance were observed among the three types of blood samples using the two different analytical instruments.

In conclusion, the LABGEO PT10 can rapidly measure HbA1c under various sample conditions. No previous studies have compared HbA1c values based on sample types. Because measurement of Hba1c by the LABGEO PT10 provided immediate results, it is very convenient for patients who are unable to take venipuncture or cannot revisit medical centers with low accessibility, such as remote rural communities, primary healthcare, and outpatient clinics.

Measurement of HbA1c using the LABGEO PT10 produces immediate results, which is very convenient for patients. Finally, based on these results, the measurement of HbA1c in capillary blood showed results that were comparable to results from WB samples. The LABGEO PT10 can also be used for patients who are reluctant to undergo venipuncture.

**요 약**

**배경:** 당화혈색소(Hemoglobin A1c)는 혈당 조절을 확인하는 중요한 표지자이며, 여러 가지 방법으로 측정할 수 있다. 최근 국내에서 현장검사로서 사용 가능한 LABGEO PT10 (Samsung Electronics, Korea) HbA1c 검사가 개발되었다. 이에, 세 종류의 혈액 검체에서 HbA1c 측정값을 비교 평가하고자 하였다

**방법:** LABGEO PT10에서 측정한 모세혈 HbA1c 결과는 Bio-Rad Variant II Turbo (Bio-Rad Laboratories, USA)에서의 측정값을 참고값으로 하여 비교하였다. 세 종류의 검체는 모세혈, EDTA 전혈, 리튬-헤파린 전혈을 준비하였다.

**결과:** LABGEO PT10에서 측정한 모세혈 HbA1c와 Variant II Turbo에서 측정한 EDTA 전혈 HbA1c 사이의 상관계수(\( R^2 \))는 0.9619였다. 한편, LABGEO PT10에서 측정한 모세혈 HbA1c와 Variant II Turbo에서 측정한 리튬-헤파린 전혈 HbA1c 사이의 상관계수(\( R^2 \))는 0.9619, LABGEO PT10에서 측정한 모세혈 HbA1c와 EDTA 전혈 HbA1c 사이의 상관계수는 0.9624, LABGEO PT10에서 측정한 EDTA HbA1c와 리튬-헤파린 전혈 HbA1c 사이의 상관계수는 0.9730이었다.

**결론:** LABGEO PT10은 기존 방법과 비교될만한 적절한 성능으로 당화혈색소를 측정하였으며, 정맥혈을 채혈하기 어려운 상황의 환자들에게 모세혈로 검사를 유용하게 사용될 수 있을 것으로 기대된다.

**AUTHORS’ DISCLOSURES OF POTENTIAL CONFLICTS OF INTEREST**

No potential conflicts of interest relevant to this article were reported.

**REFERENCES**


