
Supplementary Table 4. Questionnaire following lipid analysis with Barozen Lipid PLus 

Category Data (n=110)
1. How easy was the description of the measurement system to understand? Very easy 96 (87.27)

Easy 12 (10.91)
Average 2 (1.82)
Difficult 0 (0)
Very difficult 0 (0)

2. How satisfied were you with the cholesterol test? Very satisfied 86 (78.18)
Satisfied 24 (21.82)
Average 0 (0)
Unsatisfied 0 (0)
Very unsatisfied 0 (0)

3. How satisfied are you with the design of the measuring instrument and test paper? Very satisfied 91 (82.73)
Satisfied 18 (16.36)
Average 1 (0.91)
Unsatisfied 0 (0)
Very unsatisfied 0 (0)

4. How satisfied are you with the font size displayed on the screen? Very satisfied 91 (82.73)
Satisfied 17 (15.45)
Average 2 (1.82)
Unsatisfied 0 (0)
Very unsatisfied 0 (0)

5. How easy was the error message, symbol, and icon displayed on the screen to understand?
Very easy 88 (80.00)
Easy 17 (15.45)
Average 5 (4.55)
Difficult 0 (0)
Very difficult 0 (0)

6. How satisfied are you with the visibility on the screen? Very satisfied 89 (80.91)
Satisfied 18 (16.36)
Average 3 (2.73)
Unsatisfied 0 (0)
Very unsatisfied 0 (0)

7. How easy was it to use the measuring instrument and measuring test paper? Very easy 89 (80.91)
Easy 17 (15.45)
Average 4 (3.64)
Difficult 0 (0)
Very difficult 0 (0)

8. Do you think the amount of blood required for the measurement test is appropriate? Very satisfied 93 (84.55)
Satisfied 14 (12.72)
Average 3 (2.73)
Unsatisfied 0 (0)
Very unsatisfied 0 (0)

9. Do you think the measurement test time is appropriate? Very satisfied 92 (83.64)
Satisfied 18 (16.36)
Average 0 (0)
Unsatisfied 0 (0)
Very unsatisfied 0 (0)

10. Do you think this measurement system is easy enough to self-measure? Very easy 90 (81.82)
Easy 19 (17.27)
Average 1 (0.91)
Difficult 0 (0)
Very difficult 0 (0)

Values are presented as number (%).
Barozen Lipid Plus: MICO Biomed Co., Ltd. Seongnam, Korea.
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