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Supplemental Data Table S1. Agreement between the Aptima and 
cobas 6800 assays for low viremia levels of HIV-1 

cobas 6800
Aptima

LLOQ<50 50–200 >200 Total

LLOQ<50 0   1 1   2

50–200 5 19 1 25

>200 0 23 0 23

Total 5 43 2 50

Abbreviation: LLOQ, lower limit of quantitation. 
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Supplemental Data Table S2. Agreement between the Aptima and 
cobas 6800 assays for antiretroviral drug resistance mutation re-
sults of HIV-1

Detected number/Not detected number of drug resistance mutation (N=32)

cobas 6800
Aptima

LLOQ<50 50–200 >200

LLOQ<50 0/0 0/0 0/0

50–200 2/1 7/5 1/0

>  200 0/0 9/7 0/0

Abbreviation: LLOQ, lower limit of quantitation. 
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Supplemental Data Figure S1. HCV genotype (genotype 1b, N=35; genotype 2, N=44) and difference in HCV results between the Aptima 
and cobas 6800 assays.
Abbreviation: HCV, hepatitis C virus.
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