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Supplementary Table 1. Complications during target tempera-
ture management 

Variable
Water blanket 

(n=30)
Gel pad 
(n=23)

P-value

Antibiotics 29 (96.7) 19 (82.6) 0.154

Pneumonia  7 (23.3)  4 (17.4) 0.738

Bradycardia (<60/min) 12 (40.0)  8 (34.8) 0.779

Tachycardia (>150/min) 0 1 (4.4) 0.434

Vasopressor 22 (73.3) 14 (60.9) 0.384

Hyperglycemia (>144) 5 (16.7) 6 (26.1) 0.402

Values are presented as number (%). Fisher exact test was used.




